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This report may contain data that are not covered by the NVLAP accreditation.

** |ndicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.
NVLAP Lab Code 200387-0. ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01

Shipment: 295 Non Potable Water Chemistry

Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

ID Target * Limits Limits
Sample: Non Potable Water Nitrosamines
N-Nitrosodimethylamine ug/L 9514 USGS 734 65.2 12.1-143 Satisfactory
EPA Code: N/A 0-3116-87 61 passed out of 64 reported results.
N-Nitrosodi-n-propylamine ug/L 9514 USGS 74.7 76.1 28.4 - 124 Satisfactory
EPA Code: N/A 0-3116-87 67 passed out of 69 reported results.
Sample: Non Potable Water Acid extractables
2,4,6-Trichlorophenol ug/L 9535 USGS 112 <50.0* Unsatisfactory <==
EPA Code: N/A 0-3116-87 64 passed out of 73 reported results.
2,4-Dichiorophenol ug/L 9535 USGS 101 111 46.7 - 175 Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 74 reported resuls.
2,4-Dimethylphenol ug/L 9535 USGS 441 670 17.9-116 Satisfactory
EPA Code: NIA 0-3116-87 71 passed out of 74 reported resuits.
2,4-Dinitrophenol ug/L 9535 USGS 99.7 80.7 12.0 - 166 Satisfactory
EPA Code: N/A 0-3116-87 66 passed out of 73 reported resuits.
2-Chlorophenol ug/L 9535 USGS 96.0 113 41.7- 184 Satisfactory
EPA Code: NI/A 0311687 72 passed out of 74 reported results.
2-Nitrophenol ug/L 9535 USGS <15 <500* Satisfactory
EPA Code: N/A 0-3116-87 71 passed out of 74 reported results.
4-Chloro-3-methylphenol ug/L 9535 USGS 8916 101 47.2 - 155. Satisfactory
EPA Code: N/A 0-3116-87 71 passed out of 73 reported results.
Phenol ug/L 9535 USGS 65.0 76.3 13.6-183 Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 74 reported results.
Sample: Non Potable Water Base/Neutrals
1,2,4-Trichlorobenzene ug/L 9536 USGS 114 106 344-178 Satisfactory
EPA Code: N/A O-3116-87 70 passed out of 73 reported resuits.



